[Calculation of physical parameters of 137 Cs sources for intracavitary radiotherapy (author's transl)].
Estimate of effective activity and energy absorption values for sealed 137Cs sources for use in intracavitary radium therapy, values utilizable for computerized dosimetry; for this purpose the radio-equivalent value provided by the manufacturer would not appear to be utilizable.